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EMERGENCY MEDICAL SERVICES AUTHORITY
1930 9" STREET

SACRAMENTO, CA 95811-7043

(916) 322-4336  FAX (916) 324-2875

DATE: February 24, 2009
TO: Local EMS Agency Administrators -
FROM: Laura Little, BLS Coordinator

Personnel Standards Unit

SUBJECT: BATTERY RECALLS FOR AED PLUS BY ZOLL

The purpose of this memorandum is to give notification that Zoll has recalled batteries
for its AED Plus devices.

On February 12, 2009, ZOLL® recommended that all AED Plus® users whose units
have serial numbers with the last six digits below 200000 replace the 123A Lithium
batteries in their unit every three years to prevent potential battery failures in attempted
rescues. In addition, ZOLL recommends that a label be applied to all such units
indicating when batteries need to be replaced.

The following web site, www.zollaedplusbatteryhelp.com/, provides everything ZOLL
AED Plus users need to take corrective action. EMSA recommends you take a moment
to review the website and pass it on to any PAD programs that you know of that are
currently using this device.

Thank you for your attention to this matter.
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